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ABSTRACT 



A narrowband trigonal acoustic transducer array and 
digital signal processing software are described in 
support of Space Shuttle Vibroacoustic experiment 
[NASA G-313]. The three co-planar, vibrationally isolated 
pressure-sensing microphones, the preamplifiers and the 
filters are designed to meet dynamic range and anti- 
aliasing requirements for the digitization and processing 
of recorded flight data with one Hertz resolution within 
the 30-780 Hz baseband acoustic spectrum. The experiment 
is designed to operate in environments up to 160 dB SPL 
and provides modal recognition and directional information 
to identify resonances and localize high intensity sound 
sources within the ambient launch environment of the Space 
Shuttle Cargo Bay. Also included is a model of the empty 
Cargo Bay resonances and modal density calculations based 
on an adiabatic perturbation of a rigid, right circular 
cylindrical enclosure. 
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THESIS DISCLAIMER 



The reader is cautioned that computer programs 
developed in this research may not have been exercised for 
all cases of interest. While every effort has been made, 
within the time available, to ensure that the programs are 
free of computational and logic errors, they can not be 
considered validated. Any application of these programs 
without additional verification is at the risk of the 
user. 



i\j 



TABLE OF CONTENTS 



I. INTRODUCTION 1 

A. STATEMENT AND APPROACH 1 

B. HISTORICAL BACKGROUND 3 

C. SCOPE 7 

II. HARDWARE DESIGN AND TESTING 8 

A. MICROPHONE SELECTION 8 

B. PREAMPLIFIER AND ANTI-ALIASING FILTER 10 

DESIGN 

C. MEASUREMENT OF FRONT END CHARACTERISTICS — 11 

III. THEORY AND ANALYSIS 17 

A. RECEIVED SIGNAL THEORY 17 

1. Introduction 17 

2 . Development 17 

3. Resonance 21 

4. Modal Model 23 

5. Strong Point Sources in the Far Field — 37 

B. ANALYSIS TO DATE 4 0 

IV. FLIGHT DATA PROCESSING 49 

A. DISCUSSION 49 

B. ILS 49 

C. FRONT END ELEMENT DIFFERENTIAL ANALYSIS 50 

D. RESONANCE RECOGNITION 54 

E. STRONG SOURCE RECOGNITION 55 

F. EXAMPLE PROBLEM 56 



v 



V. CONCLUSIONS AND RECOMMENDATIONS 79 

APPENDIX A (Specifications for Model 2510 Endevco — 80 
Microphone) 

APPENDIX B (Specifications for Burr-Brown OPA 111 — 83 
Operational Amplifier) 

APPENDIX C (Specifications for Analog 87 

Devices DAS 1153 A/D Converter) 

LIST OF REFERENCES 92 

INITIAL DISTRIBUTION LIST 94 



v/i 



LIST OF TABLES 



I. Shaker Table Test Results at One g Peak 10 

II. Front End Response Data in Calibrator Box. 15 

III. Front End Response Data in Muzzerall 16 

Calibration Tube. 

IV. Results of 1/14.7 Scale Model Compared 36 

with Cylindrically Symmetric Approximation. 



vii 



LIST OF FIGURES 



2.1 Pre-amplifier and Anti-aliasing Filter 12 

2.2 Photograph of Front End Assembly 13 

3 . 1 Microphone Isolation Cannister 18 

3.2 GAS CAN Lid Assembly 19 

3.3 Top View of Space Shuttle Cargo Bay 25 

3.4 Shuttle Cargo Bay Dimensions 26 

3.5 Plexiglass Model Experiment Dimensions 27 

3.6 Photograph of Plexiglass Model 28 

3.7 Microphone Bias Circuity for Model 29 

3.8 Equal Amplitude Contours First Mode of 31 

Plexiglass Model and Cylinder 

3.9 Equal Amplitude Contours Second Mode of 32 

Plexiglass Model and Cylinder 

3.10 Equal Amplitude Contours Third Mode of 33 

Plexiglass Model and Cylinder 

3.11 Equal Amplitude Contours Fourth Mode of 34 

Plexiglass Model and Cylinder 

3.12 Equal Amplitude Contours Fifth Mode of 35 

Plexiglass Model and Cylinder 

3.13 Arrival Angle of Plane Wave Incident 38 

Upon Co-planar Trigonal Array 

3.14 Experimental Apparatus used in 2 Element 41 

Array Phase Experiment 

3.15 Time Series Comparison of Received Signal 42 

By 2 Element Array (0° Offset) 

3.16 Time Series Comparison of Received Signal — 43 

By 2 Element Array (45° Offset) 

3.17 Time Series Comparison of Received Signal — 44 

By 2 Element Array (90° Offset) 



viii 



3.18 Time Series Comparison of Received Signal — 45 

By 2 Element Array (135° Offset) 

3.19 Time Series Comparison of Received Signal — 46 

By 2 Element Array (180° Offset) 

4 . 1 Sample Data Channel 1 for Test Case 57 

4.2 Sample Data Channel 2 for Test Case 58 

4.3 Record Data Channel 1 for Test Case 60 

4.4 Record Data Channel 2 for Test Case 61 

4.5 FFT Comparison of Channels 1 and 2 62 

4 . 6 Maximum Values Output by Batch File PEAKS — 63 

4 . 7 Bin Values Near Maxima Listed by GRABVALUES - 64 

4.8 FFT Comparison With Time Series Bin Shift — 66 

Correction for Phase Differential 

4 . 9 Bin Values Near Maxima for Phase 67 

Corrected Data 

4.10 Sample Data Channel 1 Near Resonant Mode 68 

Pressure Minima 

4.11 Sample Data Channel 2 Near Resonant Mode 69 

Pressure Minima 

4.12 FFT Comparison Channels 1 and 2 for Phase — 70 

Corrected Data at Pressure Minima 

4.13 FFT Bin Values for Phase Corrected Data 71 

Near Values Minima 

4.14 Travelling Wave Sample Data Channel 1 73 

4.15 Travelling Wave Sample Data Channel 2 74 

4.16 Travelling Wave Record Data Channel 1 75 

4.17 Travelling Wave Record Data Channel 2 76 

4 . 18 FFT Comparison Channels 1 and 2 for Phase — 77 

Corrected Travelling Wave Data 

4.19 FFT Bin Values for Phase Corrected Data for - 78 



IX 



ACKNOWLEDGMENTS 



Sincere appreciation is expressed to: Dr. Steve 

Garrett, whose enthusiasm is contagious; his henchmen Dr. 
Dave Gardner and Dr. Tom Hofler, two tenacious scientists 
of fortune who have the knack of beating the most nebular 
and chaotic notion into a realizable form; Dr. 0. B. 

Wilson for proofreading this thesis; Dr. Armstead for 
showing me something I have not seen before; Drs. Ziomek 
and Moose for making signal analysis understandable and 
fun; and good friends like Hakan and Dano for making 
homework bearable and school a better place to be. 

Many thanks to all of the folks out at Fort Ord Craft 
Shop who fired my wigged out ceramic creations, the 
company that made the crash bars for my motorcycle, and 
residents of the third floor of the BOQ, who were relieved 
to find out that I was playing the cello and not torturing 
cats in room 351. Special thanks to my best friend Holly. 
We also acknowledge the financial support of the Office of 
Naval Research. 



x 



I. 



INTRODUCTION 



A. STATEMENT AND APPROACH 

This thesis is designed to assist in the implementation 
of the NASA project G-313 acoustic analysis of the Space 
Transportation System Orbiter Vehicle (Space Shuttle) 
payload bay specifically by: 

1. Designing and testing the microphone, pre- 
amplifier, and anti-aliasing filter "front end" capable of 
measuring pressure levels up to 160 dB SPL narrowband at 
frequencies from 30 to 780 Hz, providing a low noise output 
not to exceed ±5 volts peak amplitude compatible with 
digitization and data storage hardware designed for this 
project by previous experimenters. 

2. Developing an optimal signal processing technique 
and writing the software to automate the analysis of 
received flight data to resolve the distribution of acoustic 
energy, both active and reactive, within a 30 to 780 Hz 
bandwidth. 

3 . Making measurements of the response characteristics 
of the measuring apparatus to be used as inputs to the 
signal processing software to correct any signal 
perturbations introduced by the measurement. 
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The overall project milestones include: 

1. Developing a vibrationally isolated directional co- 
planar array capable of measuring sound fields up to 160 dB 
SPL. 

2. Providing a low noise pre-amplifier and anti- 
aliasing filter with a ±5 volt peak dynamic voltage output 
and roll-off between 780 and 1000 Hz to support a 2000 
sample per second digitization rate. 

3. Developing non-volatile, durable mass storage 
capabilities for the digital data. 

4. Providing a package capable of servicing and 
protecting the data throughout the space flight until 
recovery. 

5. Providing an analysis package capable of retrieving 
and interpreting the formatted flight data that is able to 
resolve resonant modes and provide directional information 
to strong singular sources of acoustic energy. 

This project's realization has involved the efforts of 
many fine individuals, and in essence, most of the hardware 
considerations were complete at the time this thesis began 
investigating data reduction schemes and putting the final 
touches on the front end design and testing. The following 
is a brief history of the motivation and prior contributions 
to the NASA G-313 vibroacoustic project. 
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B. HISTORICAL BACKGROUND 



In 1985, LT S. E. Palmer, Dr. S. L. Garrett, 

Dr. 0. B. Wilson, and Dr. S. W. Yoon outlined to the AIAA 
Shuttle Environment Operations Conference in Houston Texas 
[Ref. 1], a proposal to use a vibrationally isolated 
trigonal array of pressure microphones, a digital solid 
state bubble memory recorder, and narrowband digital 
processing technology autonomously mounted in a NASA Getaway 
Special Canister, to make improved acoustic measurements of 
pressure levels and distributions within the cargo bay, 
enhancing the data base used by STS payload designers. 

These developments were motivated by the conclusions of 
groups contracted to study and model the acoustic 
environment of earlier flights, who stated that higher 
resolution frequency and spatial data were needed to 
understand acoustic source and reactive pressure 
distributions within the cargo bay. They raised questions 
about the validity of flight data to date, due to the 
possibility that vibration isolation mounts were 
mechanically resonant within the bandwidth of the processed 
data. The NPS proposal would improve upon earlier studies 
by: 

1. Designing vibration isolation mounts for the 
microphones which were resonant well below the lowest 
frequency of acoustic interest to guarantee a low 
vibrationally induced noise floor. 
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2. Providing non-volatile, non-perturbable data storage 
in solid state form circumventing problems (flutter, start- 
up lag, etc.) and expense encountered by using analog 
(magnetic tape) storage. 

3. Sampling above the Nyquist rate for the highest 
frequency of interest and providing narrowband processing 
with 1 Hz resolution over a 30-780 Hz bandwidth. This would 
provide a substantial improvement over the one-third octave 
processing produced by the previous studies of the Dynamic 
Acoustic and Thermal Environments (DATE) group of NASA 
Goddard Space Flight Center [Ref. 2] and the Bolt, Beranek 
and Newman Corporation of Canoga Park, California [Ref. 3]. 

4 . Using the trigonal aperture to discern modal 
distributions and spatially determine propagation vectors to 
the strongest discrete sources. This capability is 
considered necessary to resolve the hypothesis proposed by 
Carol Tanner of the Aerospace Corporation that high 
intensity sound sources at frequencies within the 315 Hz 
one-third octave band are produced by the coupling of 
aerodynamic flow along the fuselage to the acoustic modes of 
the cargo bay in one or more of the eight bay vents, 
producing flow induced resonances [Ref. 4]. Earlier 
intensity measurements provided no signal cross-correlation 
directional processing, requiring Carol Tanner to 
extrapolate the intensity of the propagating wavefront 
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inside the bay from information in one-third octave bins to 
infer relative range to the speculated source [Ref. 5]. 

5 . Providing an active sweep to determine the resonant 
standing wave ratios at the microphone locations as a 
function of frequency to aid in identifying reactive field 
(standing wave) contributions to the narrowband signal 
analysis . 

The first task of designing low frequency response 
isolation mounts for the measuring microphones was addressed 
by CDR. C. D. Stehle, resulting in his September 1985 thesis 
(Ref. 6] which detailed the design and vibrational testing 
of the mounts currently adopted for this project. The 
mounts meet the durability and isolation requirements of the 
most stringent expected space environment, placing the 
vibrationally induced noise floor below 85 microvolts, 
peaking in the 315 Hz one-third octave band [Ref. 6, figure 
3.3], which is equivalent to 102 dB SPL, 40 dB below the 
expected ambient sound environment. 

Specifications for the magnetic bubble memory recorder 
are outlined in the March 1986 thesis by LT T. M. D'Ercole 
(Ref. 7], and the 32 bit processor interface in a separate 
March 1986 thesis by LT T. J. Frey [Ref. 8]. A successful 
prototype has been built and tested by the team of D'Ercole, 
Frey, and Mr. Dave Rigmaiden, who has been indispensable in 
providing continuity to this project. Mr. Rigmaiden has 
also written the data retrieval software for IBM PC 
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compatible signal processing software. LT D. W. Jordan has 
provided a matched filter designed to activate the data 
storage upon detection of the operation of the Shuttle 
Auxiliary Power Unit (APU) , just prior to Solid Rocket 
Booster (SRB) ignition. Details are provided in his June 
1985 thesis [Ref. 9]. The electrical power supply for the 
entire experiment has been designed and tested by LT B. 
Kosinski and proven flight ready within NASA safety 
specifications. The 60 rigidly constrained Gates brand lead 
acid cells mounted in the battery pack are rated at 600 
watt-hours. LT S. Dee has recently completed the design and 
testing of the accelerometer launch detector system used to 
activate the experiment autonomously at SRB ignition. LCDR 
A. W. Boyd has managed the project development, and has been 
the point of contact with NASA, overseeing the 
administrative and logistic requirements of this project 
during his tour at the Naval Postgraduate School. Dr. A. 
Fuhs and Dr. R. Panholzer have provided valuable advice and 
expertise in the areas of Space Systems and Electrical 
Engineering, guiding the students' efforts mentioned thus 
far. Drs. S. L. Garrett and 0. B. Wilson have overseen the 
acoustic development of the project. A synopsis of the 
project history may also be found in the 1987 Naval Research 
Reviews [Ref. 10]. 
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C. SCOPE 



The remainder of this thesis describes the development 
of the microphone, pre-amplifier, and anti-aliasing filter 
used in the NASA G-313 project and provides a signal 
analysis model and computerized implementation capable of 
analyzing flight data retrieved from the magnetic bubble 
memory recorder. 
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II. HARDWARE DESIGN AND TESTING 



A. MICROPHONE SELECTION 

The process of selecting a microphone for the cargo bay 
environment was quickly narrowed down to a comparison of 
two possibilities, the already NASA flight approved and 
tested Endevco model 2510 (specification sheet in Appendix 
A) and PCB model 106B50. Both piezoelectric microphones 
were designed to have flat frequency response and linear 
sensitivity up to the maximum expected sound pressure levels 
of 160 dB narrowband within the cargo bay (based on 140 dB 
one-third octave band ambient design levels with a crest 
factor of 5) . 

A rectangular wooden comparison calibrator box with 
internal dimensions of 40 inches by 6 inches by 2 inches was 
constructed of one-half inch pine and used with a General 
Radio sound level meter (model 1565-B) to make sensitivity 
and noise comparisons between the two microphones. An ALS 
model 12 OS shaker table was used to measure vibration 
sensitivity of the microphones without isolation mounting. 
The measured sensitivity of both microphones was reasonably 
close to the manufacturer's calibration curves. At the 
second plane wave longitudinal resonance of the calibrator 
box, 395 Hz, the incident pressure was set at 1 Pa or 94 dB 
SPL upon both microphones. The output of the PCB was 
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measured at 86 microvolts or -81.3 dB re lV/Pa, giving an 
open circuit sensitivity of 592 mV/psi measured compared to 
a nominal 565.4 mV/psi given by the manufacturer's 
calibration data. The Endevco open circuit output was 
measured at 34 microvolts or -89.4dB re V/Pa, giving an open 
circuit sensitivity of 234 mV/psi, compared to 152 mV/psi 
nominal sensitivity for the microphone. 

The experiment in the calibrator box revealed that the 
PCB microphone was at least 10 dB noisier in signal to noise 
ratio than the Endevco, whose noise level was verified to be 
ambient acoustic noise. In subsequent experimentation using 
an Ithaco model 1201 low noise amplifier, set to give the 
Endevco and PCB the same absolute output level in the same 
sound field, the Endevco was verified to have a 10 dB lower 
noise floor than the PCB with its internal electronics. The 
PCB microphone was also shown to have much greater 
sensitivity to vibration. Measurements were made on a 
shaker table at one g (9.8 m/s) at frequencies of 20, 50, 
100, and 200 Hz, with results summarized in Table I. The 
PCB sensitivity to vibration was observed to be 500 mV per 
peak g in the high frequency limit versus the 3.5 mV per 
peak g for the Endevco. The PCB, being about 4 times as 
pressure signal sensitive, at high frequencies, would have 
produced over 25 times the vibrational noise as the Endevco, 
performing even more poorly at lower frequencies. Because 
of the better signal to noise response due to lack of 
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internal electronics, and much greater vibration rejection 
properties, the Endevco model 2510 was chosen as the better 
microphone for this application. 

TABLE I. SHAKER TABLE TEST RESULTS AT ONE G. PEAK. 



FREQUENCY 


DRIVE VOLTAGE 


PCB RESPONSE 


ENDEVCO RESULTS 


(Hz) 


(mV) 


(mV) 


(mV) 


20 


510 


2300 


9 


50 


920 


4.5 


4.5 


100 


120 


540 


3.4 


200 


180 


530 


3.5 



B. PREAMPLIFIER AND ANTI-ALIASING FILTER DESIGN 

The basic preamplifier design, suggested by Dr. David 
Gardner, uses a Burr Brown low-noise OPA-111 Difet 
(Specifications in Appendix B) operational amplifier. The 
gain of 11 was set to provide a ±5 volt peak signal at 160 
dB SPL microphone input to comply with the A/D requirements 
for maximum input voltage (Specifications in Appendix C) . 
The design was shown to have a noise floor around -100 dBV 
at a 2.5 Hz bandwidth, and verified to be Johnson noise 
limited by the (room temperature 300° K) 2 megohm input 
bleedoff resistor [Ref. 11]. The Johnson noise voltage is 
calculated according to 

Vrms = J 4KTRA f = 286nV//Hz' 

where K is Boltzman's constant (1.38 x 10~ 27 J/K) , T is 
absolute temperature in K, R is the resistance in ohms, and 
A f is the bandwidth of the preamplifier. A 0.01 microfarad 



capacitor was added to block the D.C. pyroelectric effects 
of the input bias voltage produced by the piezoelectric 
microphone [Ref. 12]. The final design is shown 
schematically in Figure 2.1. 

The anti-aliasing filter was designed by LT Mike Ziegler 
to roll-off below 1250 Hz allowing for the 2500 Hz sample 
digitization rate. A schematic is provided as part of 
Figure 2.1. The entire microphone/preamplifier/filtering 
front end was assembled by Mr. Dave Rigmaiden and tested in 
a calibration experiment discussed next. 

C. MEASUREMENT OF FRONT END CHARACTERISTICS 

In experiments conducted on October 19 and October 21, 
1987, Mr. Rigmaiden' s prototype front end (Figure 2.2) was 
tested to verify that it met the design criteria of ±5 volt 
maximum peak voltage output to the A/D converter at 160 dB 
SPL acoustic input, linear pressure to voltage response up 
to the maximum design level, and anti-aliasing roll-off at 
less than 1250 Hz with fairly flat frequency response from 
50 to 700 Hz. The measurements were made using a 
calibration tube designed by CPT Michael Muzzerall (Canadian 
Forces) and described in his 1987 thesis [Ref. 13]. 

The tube was 90 cm long with a 6.2 cm I. D. and was driven 
by a JBL model 2445J compression driver. The results are 
tabulated below. 
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Pre-amplifier 



and Anti-aliasing 



Filter 



Figure 2 . 1 





Figure 2.2 Photograph of Front End Assembly 

1 3 



J 





Tables II and III compare a standard General Radio Model 
1961-9611 perpendicular incidence one-half inch electret 
condenser microphone with power supply GR Model 1560-P62 and 
Model 1560-P42 pre-amplifier, to the Endevco 2510 described 
in this chapter. The front end pre-amplifier did not have 
the pyroelectric pre-filter. Table II contains data taken 
in the wooden calibrator box in the frequency range 50-800 
Hz with pressures up to 25 dB re 1 Pa. Table III presents 
data taken in the Muzzerall calibration tube to extended 
frequency ranges to 100-2000 Hz and higher pressure levels 
to 50 dB re 1 Pa. The response of the front end output was 
verified to be linear to 160 dB SPL input acoustic signal 
with 3 dBV electrical output. 

As seen from Table III, the final design has fairly flat 
response in the base band range from 50 Hz to 600 Hz rolling 
off 3 dB down around 1000 Hz. All prerequisite design 
specifications have been met by circuitry shown. in 
Figure 2.1. 



Date: 21 October 1987 

TABLE II. FRONT END RESPONSE DATA IN CALIBRATOR BOX. 



Freer. 


Absolute Output 


dB Difference 


Phase Difference 


(Hz) 


h" GR (dBV) 


(Endevco-GR) 


(Endevco-GR) 

(degrees) 


50 


-59.8 


-16.6 


6 


100 


-53.7 


-18.6 


15 


125 


-51.2 


-18.6 


-5.5 


150 


-48.3 


-18.2 


-9 


175 


-40.4 


-17.1 


-13.8 


200 


-36.6 


-16.93 


-16.6 


225 


-41.2 


-16.74 


-23.85 


250 


-43.3 


-16.73 


-22.6 


275 


-43.8 


-16.36 


-28.70 


300 


-43.5 


-16.38 


-29.70 


325 


-42.3 


-16.20 


-35.60 


350 


-39.2 


-16.45 


-38.25 


375 


-37.5 


-16.1 


-41.85 


400 


-40.0 


-16.80 


-39.40 


425 


-44.4 


-15.6 


-46.66 


450 


-46.4 


-15.4 


-57.73 


475 


-47.0 


-17.4 


-60.73 


500 


-46.3 


-17.87 


-54.4 


525 


-44.5 


-17.36 


-57.12 


550 


-40.7 


-17.72 


-61.90 


575 


-39.7 


-18.10 


-59.75 


600 


-45.0 


-18.40 


-63 . 60 


625 


-48.4 


-18.90 


-57.66 


650 


-51.4 


-16.88 


-59.0 


675 


-50.9 


-17.06 


-68.3 


700 


-48.4 


-17.65 


-73 . 6 


725 


-44.4 


-17.86 


-76.00 


750 


-38.7 


-18.73 


-84.5 


775 


-81.9 


-20.3 


-81.9 


800 


-49.40 


-19.86 


-81.6 



Comparison Calibration GenRad- one-half inch mic vs 
Endevco 2510. GR one-half inch mic Frequency 
Independent Sensitivity is -39.3 dB re lV/Pa, 



Date: 21 October 1987 

TABLE III. FRONT END RESPONSE DATA IN MUZZERALL 
CALIBRATION TUBE. 



Frea. 


Absolute Output 


dB Difference 


Phase Difference 


(Hz) 


h" GR (dBV) 


(Endevco-GR) 


(Endevco-GR) 

(degrees) 


100 


-6.98 


-20.3 


-2.0 


200 


7.3 


-20.3 


-16.3 


300 


2.64 


-20.3 


- 27.9 


400 


8.45 


-20.5 


-39.3 


500 


6.06 


-2 0.7 


-50.2 


600 


9.21 


-21.0 


-60.9 


700 


6.04 


-21.3 


-71.5 


800 


7.57 


-21.78 


-81.6 


900 


7.47 


-22.3 


-92 . 6 


1000 


6.11 


-22.8 


-102.9 


1100 


10.1 


-23.4 


-113.4 


1200 


6.53 


-24.2 


-123.4 


1300 


8 . 19 


-24.98 


-133.1 


1400 


9.44 


-26.02 


-142.8 


1500 


4.44 


-26.8 


-151.8 


1600 


9.30 


-27.8 


-160.58 


1700 


2.74 


-29.0 


-168.5 


1800 


3.56 


-30.14 


-175.8 


1900 


4.09 


-31.32 


-177.3 


2000 


1.13 


-32.52 


-171.2 



Comparison Calibration GR one-half inch mic vs Endevco 2510 
GR one-half inch mic Sensitivity is -39.3 dB re lV/Pa. 



III. THEORY AND ANALYSIS 



A. RECEIVED SIGNAL THEORY 

1. Introduction 

This section will discuss the capabilities and 
limitations of the sparse, trigonal co-planar array [Fig. 
3.1, 3.2] for the analysis of complicated acoustic pressure 
distributions inside the Space Shuttle Cargo bay. From the 
general mathematical expression, derived below, only the 
cases of constant spectral amplitude or constant spectral 
phase (modulo pi) lead to resolvable solutions given the 
many limitations imposed by the three element array. For 
comparison, processing techniques used by prior 
experimenters for NASA (BBN and DATE) will be presented 
after an explanation of the NPS approach. 

2 . Development 

It is expected that the output voltage from each 
microphone will very nearly represent the point field 
pressure at the microphone location since the microphone and 
its housing assembly (see Fig. 3.1, 3.2) are much smaller 
than acoustic wavelengths of interest as examined by C. D. 
Stehle [Ref. 6]. By carefully measuring the amplitude and 
phase response characteristics of each microphone, 
preamplifier, and anti-aliasing filter assembly in a 



1 7 




Figure 3.1 
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Figure 3.2 GAS CAN Lid Assembly 
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controlled calibrator experiment, it is possible to use the 
software described in the next chapter to provide the 
differential gain and phase for each of the three front end 
inputs. This information may be used to eliminate the 
effects of unmatched front end response characteristics when 
solving for the dynamic pressure amplitude and phase at the 
microphone locations. 

In developing a mathematical model, the pressure 
distribution is assumed to have propagated through a medium 
of homogeneous sound speed throughout the cargo bay 
(isoceleric) and be the linear superposition of all active 
and reactive sources. All sources are assumed to be in the 
far field to eliminate the effects of wavefront curvature, 
undetectable by a three element array, and therefore, all 
wavefronts impinging on the array are assumed to be plane 
wavefronts. Spherical divergence is modeled from all active 
and reactive sources, so that the monochromatic pressure 
from a single source is given by 



P o = j exp [j(co 0 t + k 0 .r + <y] 



where A/r is the pressure amplitude [Ref. 15, Eq. 5.57, 
pg 114], is the angular source frequency, k Q = Bq/c, c is 
the speed of sound (assumed constant), and <f> Q is an 
arbitrary phase constant. Using the monochromatic result of 
Ziomek's equation 4.7-10 [Ref. 14], and applying the inverse 
spatial transform to this equation for a receiving vice 
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transmitting planar circular array (z = 0, r = a = distance 
of microphone from center) for a far field source 
distribution 

D ( f , ©, i>) 

we get, 

r 71 M 2m 

P 0 (f, r, <pj=e j ' I J E)(f, 0, \|/} exp|jka sin)©} cos(\}H>) d0 dy] 

" O * 0 

To perform the forward transform, as in Ziomek's equation 
4.7-10, for a sparse array of only three directional samples 
) it is impossible to get a complete representation of the 
D(f, 8, i>) as an output. With a higher number of sampled 
directions it would possible to obtain a discrete 
representation of the far field source distribution. There 
are, however, two special cases of interest which are 
recognizable by the array. These cases are explained in the 
next three sections: 

3 . Resonance 

At an acoustic resonance the outputs of all three 
microphones will be in phase (modulo pi) with varying peak 
amplitudes corresponding to the homogeneous standing wave 
ratios within the cavity. The array must be far enough away 
from driving sources as described by the critical distance 
cited in Kinsler, Frey, Coppens and Sanders equations 13.7 
and 13.24 [Ref. 15], which represents the distance at which 
the direct and reverberant intensities are equal. For this 
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distance to be small, the cavity must have low absorption 
corresponding to a high resonance quality factor, Q. 

In general, the analytical solution to the 
homogeneous wave equations is not known for irregular 
boundary geometries. Such is the case for the Space Shuttle 
cross-section of the unloaded cargo bay, which is further 
complicated by varying loading configurations. With the 
information attainable from the sparse trigonal array, it is 
impossible to solve for all possible conditions of pressure 
distribution throughout the cargo bay, without an a priori 
comparison to a numerical model of homogeneous 
eigenfunctions or an experimental scale model. 

The approach taken in this project is to make an 
active, pure tone frequency sweep of the quiet pre-launch 
cargo bay using the sinusoidal output of a voltage 
controlled oscillator (VCO) driven loudspeaker (JBL Model 
LE10-H) and monitoring the return for frequencies at which 
the received pressure signals are co-phased modulo pi. Upon 
recognition of this resonance criterion, the amplitude 
levels for each microphone data channel are corrected for 
the electrical differences in gain and recorded. An attempt 
will be made to use this standing wave ratio information to 
identify the general modal patterns based on prior knowledge 
about the resonances of cylinders and the results of a small 
scale model experiments. It is worthy to note that the 
stated resonance recognition criteria of cophased elements 
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is indistinguishable from a single active source (travelling 
wave) directly above or below the planar array. The effect 
of system Q, controlled primarily by boundary incidence 
losses, is an important factor in determining the relative 
importance of cavity resonance. For a low Q environment, 
direct path radiation from a source will play the more 
important role in its vicinity, even near resonant 
frequency, because the driver is within the previously 
mentioned critical distance. The choice of a driver 
equidistant from all three array elements should preserve 
the cophase definition of resonant frequencies, but will 
perturb the standing wave ratio values by an offset 
constant, once again, highly Q dependent. 

4 . Modal Model 



cargo bay resembles a cylinder. The analytic solution for a 
cylinder is well known and cited in Morse, [Ref. 16, pg 
398]. The longitudinal solution (Z) , radial (r) and the 
azimuthal ( <f> ) pressure distribution functions are given in 
terms of integer ordered Bessel functions, J m , cited by 
Morse to be: 



To the simplest approximations, the Space Shuttle 
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V = 



2k 



-.1/2 



co z +co r 



Since the cargo bay is of constant cross-section, the 
longitudinal (z) part of the cargo bay solution, 



COS 



co^Z 

C 



is identical to the cylindrically symmetric solution. The 
radial and azimuthal cargo bay solution will be similar to, 
but differ slightly from, the cylinder solution because the 
cargo bay's cross-section is not quite circular. 

To assist in identifying resonant modes when flight 
data are analyzed, the eigenfunctions for the first five 
cross-sectional modes were determined by experimental scale 
modeling. The empty shuttle cargo bay geometry is shown in 
Figure 3 . 3 and 3.4. The model used was constructed of one 
inch thick Plexiglass with dimensions as shown in Figure 
3.5, and is an exact cross-sectional replica of scale 
1:14.7. A photograph of the model is shown in Figure 3.6. 

A Panasonic Model P9932 omni-directional Electret condenser 
microphone with internal FET and bias circuity shown in 
Figure 3.7, was used to measure the pressure distributions 
throughout the model at resonance for the first five modes. 
The microphone was moved by a magnet so that the system 



24 




Figure 3.3 Top View of Space Shuttle Cargo 3ay 
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Figure 3.4 Shuttle Cargo Bay Dimensions 
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Figure 3.5 Plexiglass Model Experiment Dimensions 
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Figure 3.6 



Photograph 



of Plexiglass Model 
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Figure 3.7 Microphone Bias Circuitry for Model 
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could remain tightly sealed throughout the data taking 
procedure. 

The resulting modal pressure eigenfunctions are 
presented in Figures 3.8 to 3.12. The measured resonance 
frequencies of the model compared at worst to within four 
percent (average 1.2 %) to the harmonicity of the first five 
eigenvalues of a cylinder of equivalent cross-sectional 
area, calculated using the cited Morse equation. 

The principle of adiadatic invariance, discussed by 
Greenspan [Ref. 17], guarantees that small deformations of 
the shape of the resonator which do not change the volume 
may perturb the eigenfunctions without changing the 
eigenfrequencies. This is required because no work 
(W = PdV) has been done against the radiation pressure, and 
consequently, there is no change in frequency since the 
ratio of energy to frequency is the adiabatic invariant. 
Because of the similitude, the theory presented for modal 
density in a resonant cylinder, given by Morse in Reference 
16 starting page 399, can be applied to this geometry. It is 
used to derive an approximate density of modes within a 
specified frequency band as 

AN/AF = 4?r f 2 V/c 3 + jrfA/2c 2 + L/8c 
for a cylinder of volume V, Surface Area A, perimeter 
L = 4* a + 41 (radius a and length 1), and speed of sound c. 
The resulting resonant frequencies for the model, calculated 
resonant frequencies for the Space Shuttle 




Figure 3.8 Equal Amplitude Contours First Mode 
of Plexiglass Model and Cylinder 
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Figure 3.9 Equal Amplitude Contours Second Mode 

of Plexiglass Model and Cylinder 
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Figure 3.10 Equal Amplitude Contours Third Mode 
of Plexiglass Model and Cylinder 
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Figure 3.11 Equal Amplitude Contours Fourth Mode 
of Plexiglass Model and Cylinder 
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Figure 3.12 Equal Amplitude Contours Fifth Mode 
of Plexiglass Model and Cylinder 
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^shuttle f xnodel/ 14 • 757 • 

and harmonicity comparisons to an equivalent cylinder are 
presented in Table IV. Harmonicity is the ratio of the 
sequential values of resonant frequencies to the value of 
the first resonance. A rigid cylinder of 2.4 meters radius 
is shown to have harmonicity within 4% of the shuttle bay 
geometry as cited earlier. 

5. Strong Point Sources in the Far Field 

In this case a sparse co-planar array will be 
exposed to a nearly planar fronted travelling wave. Each 
element will record a phase shifted, equal amplitude 
spectral pressure component. The phase shift is given by 
the argument of the received spectral signal, hence, the 
time shift T is given by: 

T= Kd sin^ cos (V> -<f> Q ) 
w 

The above expression is useful in cross-correlation tracking 
of far field sources. Note that if <f> is modulo pi, or the 
wavefront enters normal to the array plane, the elements are 
cophased and a condition exists which is indistinguishable 
from a standing wave resonance. The problems with zeros in 
cos can be circumvented by having more than two non- 

colinear elements. Grating lobes [Ref. 14] caused by 
spatial aliasing will exist for frequencies above f =c/2d 
(where d is the spacing between elements) , giving an upper 
bound on the ability to process spectral information. 
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Source 




Figure 3.13 Arrival Angle of Plane Wave Incident 
Upon Co-planar Trigonal Array 
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For this experiment d = 12.1 inches, placing an upper bound 
of 550 Hz for spatial processing. Note that the modal 
density at this frequency exceeds 108 modes per Hz, 
saturating the one Hz processing resolution. 

To process this information, first, the temporal 
order of arrival of the wavefront at each element is used to 
restrict the direction to a sixty degree sector [See figure 
3.13]. The resultant phase shifts are recorded by a FFT 
using the time series of interest for each microphone output 
corrected for differential amplitude and phase response of 
the microphone and input stages. The corrected phase 
information is used in the following equations (variables 
defined by Figure 3.13): 

1) Azimuth 



30° <9 0 i 



Tan X 



A <f> 12 /^ 4> 01 cos (120) 

sin (120) 



< 90° 



2) Elevation 



0 < $ = cos 



-lr 



(A <f> 



01 



c) 



dcos (ff Q1 ) 2n f 



where a <t> is the phase difference between the subscripted 
elements. The solution reference shifts to accommodate the 
temporal order of arrival. The solution may be shifted back 
to the absolute cargo bay reference geometry. These two 
equations resolve source azimuth and elevation. 
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Two experiments were performed to test the above 
technique in the NPS anechoic chamber using the experimental 
apparatus diagrammed in Figure 3.14. In the first 
experiment the signals from the two Bruel and Kjaer (Model 
4177) one-half inch microphones spaced 5 cm apart were 
cross-correlated. The time shifts found in the cross- 
correlated signals agreed with the solution presented 
earlier in this section. The two signals were graphed in 
the time domain for five configurations of offset azimuth. 
The results are presented in Figures 3.15 to 3.19. The 
phase shift agrees with A<f> = 2x fH of the first experiment 
which is the solution used for directional processing. Time 
shifts were verified using the cross-correlation function of 
the HP 3562A Dual Channel Dynamic Signal Analyzer with its 
cursor function. 

B. ANALYSIS TO DATE 

There have been two approaches to the analysis of 
flight data on previous STS missions. The Dynamic Acoustic 
and Thermal Environments (DATE) group of NASA Goddard Space 
Flight Center [Ref. 2] has taken analog magnetic tape 
recorded pressure transducer voltage output readings and 
processed the power spectra in one-third octave bandwidths. 
This point receiver power spectral density approach has 
provided no narrowband information about modal patterns and 



40 




Figure 3.14 Experimental Apparatus used in 2 Element 
Array Phase Experiment 




Figure 3.15 Time Series Comparison of Received 

Signal by 2 Element Array ( 0 a Offset) 
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Figure 3.16 Time Series Comparison o'f Received 

Signal by 2 Element Array ( 45* Offset) 
A3 




Figure 3.17 Time Series Comparison of Received 

Signal by 2 Element Array ( 90* Offset) 
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Figure 3.18 Time Series Comparison of Received 

Signal by 2 Element Array ( 135* Offset) 
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Figure 3.19 Time Series Comparison of Received 

Signal by 2 Element Array ( 180* Offset) 
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gives no directional information about high intensity 
sources . 

A question has been raised about the mechanical response 
of the vibration isolation mounts by C. D. Stehle [Ref. 6] . 
CDR Stehle 's analysis suggested that there are isolator 
resonances within the 110 and 315 Hz analysis bands, which 
may have permitted vibrationally coupled signals to corrupt 
the data. This could account for the reported peaks in the 
power spectra [Ref. 2]. 

The Aerospace Corporation of El Segundo, California, has 
developed a model to help STS orbiter payload bay users 
design for the expected acoustic environment of any 
particular mission, and to help NASA planners optimally to 
configure payloads within the cargo bay. This model divides 
the cargo bay into seven subvolumes of adiabatically 
perturbed rectangular parallelepipeds and maintains a power 
balance of the space averaged mean square pressure for the 
steady state solution within each subvolume. The input 
power into each subvolume is provided by the exterior engine 
noise field through the joint acceptance function of the 
structural panels. The internal modal density for one-third 
octave bandwidths is computed as the eigenvalues of the 
homogeneous Helmholtz equation for a perturbed boundary 
rectangular parallelepiped with walls of slight, constant 
curvature. Hence: 
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where 



v 2 ^ + k 2 ^ = 0 



k 2 



(P’r ) 2 + (q* ) 2 + (rjr ) 2 
a b c 



of the p, q, r, mode for dimensions (adjusted for 
perturbations) a x b x c. This modeling approach provides 
designers with only spatially and frequency averaged mean 
square pressures and does not address modal eigenfunctions 
or high intensity narrowband sources, where localized 
pressure may be well above averaged values. The NPS 
experiment is designed to identify these tendencies towards 
localizing the distribution of dynamic pressure in both 
frequency and space. Once verified, this experiment could 
show the value of developing a finite element analysis for 
resonant modes which may help to identify high intensity 
noise sources, for example hydrodynamically induced or 
mechanically resonant structures, with the NPS experiment's 
directional processing narrowband capability. 
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IV. FLIGHT DATA PROCESSING 



A. DISCUSSION 

This chapter will describe procedures to record and 
retrieve data from the bubble memory recorder. A software 
procedure is developed to measure the differential 
electrical front end response spectra (amplitude and phase) 
for each of the three elements as described in Chapter II. 

A discussion of software used to recognize resonance and 
strong travelling waves as described in Chapter III is 
presented. The entire data reduction development is 
accomplishment using the capabilities of the ILS software 
available for IBM personal computers. Batch data file 
listings are provided and discussed using an example of 
output data for a test case. 

B. ILS 

Interactive Laboratory System (ILS) is a software system 
for digital signal processing in the PC-DOS and MS-DOS 
environment. Features supported by ILS include data display 
and editing, digital filtering, spectral analysis, speech 
processing, and pattern classification. ILS also supports 
data acquisition, file management', data manipulation, and 
graphics, thus offering a system capable of handling large 
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sequential data files for batch processing with a minimum of 
coding effort. ILS has the advantage of being both general 
and versatile. The ILS system is easily understood by 
persons of moderate signal processing background and is well 
documented. For the understanding of the syntax presented 
in the batch file listings provided, the reader is referred 
to the ILS command Reference Guide v6.0 [Ref. 18]. 

C. FRONT END ELEMENT DIFFERENTIAL ANALYSIS 

The goal of this analysis is to determine differential 
amplitudes between data channels and correct phase 
differences by bin shifts in the input time series. To 
obtain differential gain/phase between data element 
channels, it is necessary first to know how to operate the 
bubble memory recorder with its own interface peripheral 
computer and input the sequential data into the IBM PC. 

The following abbreviations apply: 

IBM PC = PC 

Bubble Memory Interface Computer = BMI 
t = Return 
- = Blank 

The following sequence will record and send the data to 
the IBM PC. 
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Device 



Command 



Comments 



PC 



<Load disk for ILS Data> 



BMI 



PC 

BMI 



cd Bubdata t 
ILS I t 

H 

W 

O 

07 00 
A 
B 
0 

0600 

Convert t 
E 



<Commands sent automatically^ 



<DOS ASCII file formated> 
<Sends data to PC> 



PC 



a) INTDATA.BAT t <Places headers on Files> 



BATCH LISTINGS OF INTDATA 
(IN ILS SYNTAX) 



FIL ANDR 
FIL 100 
INA H 
INA SF2500 
FIL 200 
INA H 
INA SF2500 
FIL 300 
INA H 
INA SF2500 



At this point all of the sequential data for the three front 
end channels is in the IBM PC in ILS sample data file 
format. To analyze the data it must be converted to complex 
valued record data by the RECORDDATA batch file. 
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BATCH LISTINGS OF RE CORD AT A 



FIL 100 
FIL S101 
OPN S 
SRE 1 
FIL 200 
FIL S201 
OPN S 
SRE 1 
FIL 300 
FIL S301 
OPN S 
SRE 1 



Now files 100, 200, 300 contain sampled time domain data for 
channels 1, 2, 3; while files 101, 201, 301 contain complex 
valued record data. The data may be displayed by the 
following batch files SAMPLEDISPLAY and RECORDDISPLAY . 

BATCH FILE SAMPLEDISPLAY 
FIL 100 
DSP 

FIL 200 
DSP 
FIL 30 
DSP 

Each display may be reviewed and dumped to the printer if a 
hard copy is desired by hitting shift Print_send on the IBM 
keyboard before "returning" for the next display. The plot 
is automatically scaled and documented by file and location 
within the file. 

BATCH FILE RECORDDISPLAY 
FIL 101 
DRE 1 
FIL 20-1 
DRE 1 
FILE 301 
DRE 1 
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Here the records are displayed as was the sampled data with 
an automatic offset between frames of length as specified by 
the context. In the case of the analysis presented, this 
consists of 64 data points. 

The next batch file, CROSSCOMPARE superimposes the 
magnitude/phase vs. frequency of the three input channels 
for differential comparison. 

BATCH FILE CROSSCOMPARE 
FIL 101 
FIL S400 
OPN S 

FFT PI, 1,8, , 

FIL 201 

FFT P2 , 1 , 8 , , 

FIL 301 

FFT P3 , 1, 8, , 

FIL 400 
DRE GSCP 1, 3 
C 

R 

This provides the comparison of a 256 point FFT for the 
3 input channels. The peaks may be marked by the file 
PEAKS . 



BATCH FILE PEAKS 
XTR 1 , 1 
XTR 2 , 1 
XTR 3 , 1 



The values for the peaks may be found for magnitude and 
phase (radians) by paging through to the bin indicated by 
the peak marker using the file GRABVALUES . 
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BATCH FILE GRABVALUES 
DTO R SC 1 
DTO R SC 2 
DTO R SC 3 



The final part of determining differential amplitude 
(now documented) and phase information is to convert phase 
differentials to bin shifts for each processing frequency 
bin using the formula. 



Bin shift = INT 



r (Phasel - Phase2^ x 



>n 



2*PI Frequency bin # 

where n=8 for a 256 point FFT. Note that differential 
amplitudes arise from different phase offsets which may 
occur due to complex impedance differences between the input 
electrical front ends of the channels. Also note that the 
ability of the software to provide phase adjustments by 
shifting input time records is inversely proportional to 
frequency favoring lower frequencies where the modal density 
is less. Adjustments to amplitude standing wave ratios are 
performed manually by using the differential results (in dB) 
produced by the input channel analysis as described in this 
section. 



D. RESONANCE RECOGNITION 

As described in Chapter III, resonance will be 
recognized by cophasing modulo pi of the three data channels 
corrected for any differential electrical response. This 
condition is readily visible from a slightly modified 
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version of CROSSCOMPARE using the calculated Bin Shift 
Values ( BSV) in the new batch file analyze. 

BATCH FILE ANALYZE 
FIL 101 
FIL S400 
OPN S 

FPT PI, 1, 8, , BSV1 
FIL 201 

FFT P2 , 1 , 8 , , BSV2 
FIL 301 

FFT P3 , 1 , 8 , , BSV3 
FIL 400 
DRE GSCP 1, 3 
C 

R 

where BSV1 = 0; BSV2 and BSV3 are values from the 
differential element measurements compared to channel 1. By 
looking in the vicinity of the frequency bin of interest the 
cophasing is readily apparent. The standing wave ratios and 
closeness of cophasing may be read using the GRABVALUES file 
as presented earlier. 



E. STRONG SOURCE RECOGNITION 

The following batch file will show where strong spectral 
amplitudes occur, and by noting the data frames where the 
phenomena is strongest ANALYZE may be used to calculate a 
corresponding direction ( as presented in Chapter III) to 
the source. 
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BATCH FILE STRONGSOURCE 
FILE 100 
SDI 

FIL 200 
SDI 

FIL 300 
SDI 

Using Batch file strong source, the SDI command gives a 
waterfall spectral display of FFT frequency vs. time for 
each data channel. If a strong spectral source occurs (not 
identified as a resonance) ANALYZE may be used along with 
GRABVALUES to get the Acoustic phase differential between 
channels and the direction calculated as shown in chapter 
three directly. 

F. EXAMPLE PROBLEM 

In this section a sample problem is provided to 
demonstrate the capabilities and usage of the software 
developed in sections C, D, and E. A resonant calibrator 
box (described in Chapter II. A) was driven at its second 
resonant mode of frequency 381 Hz with two microphone 
channels recording the pressure signal at the maximum 
located at the rear face of the calibrator. The two 
channels were recorded, transferred, transformed into 
analysis and record data, displayed and cross-compared as 
described in section C. The time domain analysis data is 
shown in Figure 4 . 1 for channel 1 and Figure 4 . 2 for channel 
2 using the SAMPLE DISPLAY file. Note that channel 2 has 
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SECTOR 1, STARTING FRAME 1, 5 FRAMES, CONTEXT 64 




Sample Data Channel 1 for 



Figure 4.1 



Test Case 



BEG : 0.0 SEC MID : .06400 SEC END : .1280 SEC 




Figure 4.2 Sample Data Channel 2 for Test Case 
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BEG = B.B SEC NIB : .06400 SEC END : .1280 SEC 



much lower noise in the channel input. Fortunately, the 
averaging property of the Fourier Transform helps diminish 
the effects of random noise in the channels. The record 
data is shown in Figures 4.3 for channel 1 and 4.4 for 
channel 2, produced by the RECORDISPLAY file. File records 
of 64 points each are displayed. The file RECORDATA had 
been previously run to produce the record data from the 
analysis data files. The batch file CROSSCOMPARE was then 
executed to produce a comparison record file 400 shown in 
Figure 4.5. The peak amplitudes occur at bin 39 
corresponding to 380 Hz (39 x 2500/256 = Bin number x FFT 
length/sample rate) with an error of ± one-half bin is 
equivalent to ±5 Hz. Using the peak marking routine PEAKS 
the values and bin number of the maxima for channels 1 and 2 
were found in bin 39 to be 107 dB and 108 dB respectively, 
for a differential of about 1 dB (see Figure 4.6). Using 
the routine GRABVALUES, the phase for bin 39 was found to be 
1.698 radians for channel 1 and -1.859 radians for channel 2 
for a differential phase of -3.557 (see Figure 4.7). This 
corresponds to a bin shift in time domain (BSV2) of 



INT 



- 3.557 _ 2 8 
2k 39 



= -4 



for a 256 point FFT using the first four 64 point records 
concatenated. The integer bin shift in this case causes an 
error of 0.3 bins or 0.159 radians (9.1° ). Note that using 
a longer FFT would produce more accurate phase matching 
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VALUE 




Figure 4.3 Record Data Channel 1 For Test Case 



M 1,5 C:\BUBDATA\DR10i, 





CS* 



Figure 4.4 Record Data Channel 2 for Test Case 
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DRE 1,5 C:\BUBDATA\DR201. 




Figure 4.5 FFT Comparison of Channels 1 and 2 



DRE GSCP 1,2 C:\BUBDATA\DR400, 




ILS> xtr 1,1 



ELEMENT NUMBER 1 

ORDER REC ITEM VALUE 

1 1 39 1 , 0*7 1 92o0E*+‘02 

I LS> xtr 2 , 1 



ELEMENT NUMBER 1 

ORDER REC ITEM VALUE 

1 2 39 1 . 0829060E+02 

I LS> 



All dB values are referenced 20Log (Integer Value) + 
10Log(Processing Bandwidth). The Processing Bandwidth 
is one-half the sample frequency and in this case is 
1250 Hz. For this example, channel 2 would have a dB 
value of 20Log(7900) + 10 Log(1250) = 108 dB. This 
plot gives the FFT bin number corresponding to the 
maximum dB value in the entire FFT. 



Figure 4.6 Maximum Values Output by Batch File PEAKS 
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Figure 4.7 Bin Values Near Maxima Listed by GRABVALUES 
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qualities, as the time domain shifts must be discrete for 
digital data, hence, phase accuracy is proportional to FFT 
length at a given frequency. As mentioned earlier, phase 
matching correction accuracy is inversely proportional to 
frequency bin number. 

The resonance recognition for the calibrator as 
described in section D was now possible using ANALYZE with 
BSV1 = 0, BSV2 = -4. The results are shown graphically in 
Figure 4.8 with the printed values around bin 39 in Figure 
4.9. The display of phase vs frequency in Figure 4.8 is now 
nicely cophased in the vicinity of the 381 Hz resonance. To 
demonstrate the stability and ability of the software to 
recognize resonance once the channels were cross compared 
with offset values available, the experiment was run again 
several hours later with the microphones repositioned near 
the antinode (on the same side of the zero) where the signal 
amplitude would be greatly diminished. The analysis data 
signals for channel 1 and 2 are shown in Figures 4.10 and 
4.11. The routine ANALYZE was run using the previous 
calibration comparison values (BSV2 = -4) and the phase 
matching is apparent as seen Figure 4.12. The differential 
phase in bin 39 was only .04 radians as shown in the values 
in Figure 4.13 GRABVALUE data. 

The final demonstration shows the reaction of the 
microphone assembly pair to travelling waves from a strong 
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Figure 4.8 FF7 Comparison With Time Series Bin 

Shift Correction for Phase Differential 
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Figure 4.9 Bin Values Near Maxima for Phase 
Corrected Data 
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VALUES 




Figure 4.10 Sample Data Channel 1 Near Resonant 
Mode Pressure Minima 



: 0-0 SEC MID : .06400 SEC END : .1280 SEC 




VALUES 




Figure 4.11 Sample Data Channel 2 Near Resonant 



Mode Pressure Minima 
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Figure 4.12 FFT Comparison Channels 1 and 2 for 

Phase Corrected Data at Pressure Minima 
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Left Column dB as in Figure 4.6, Right Column is Phase Radians 
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Figure 4.13 FFT Bin Values for Phase Corrected Data 
Near Pressure Minima 
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source in a non-reactive field. Using a speaker placed 
outdoors, operating at 381 Hz, the channel 2 microphone was 
placed 24 inches directly in front of the speaker and 
channel 1 microphone 15 inches directly behind the channel 2 
microphone. The microphone could not be placed in the far 
field because signal levels there were too low to record, 
but because the microphones were along a direct radius from 
the front of the speaker it was expected that the phase 
would behave as a propagating plane wave and the amplitudes 
as a diverging wavefront making channel 2 levels higher. 

The analysis and record data displays for channels 1 and 2 
are provided in Figures 4 . 14 through 4.17. Note that the 
channel 2 amplitude is higher, as expected. The phase 
difference between the channels was calculated to be 

phase = 2 x 7T x separation distance/wavelength 

phase = 2 x 7T x { 15 . 0"/ (39 . 36 inches/meter}/ 

[ (345meters/second)/(381 Hertz)] 

phase = 2.64 radians (channel 2 leading channel 1) 

The ANALYZE routine was run as described in section E (see 
Figure 4.18) the GRABVALUES printout showed the phase 
differential to be channel 2 leading channel 1 by 
. 24- (-) 2 . 59=2 . 83 radians (see Figure 4.19). The difference 
between measured and expected phase of .2 radians is within 
the digital time shifting capability of the 256 point FFT at 
the 381 Hz frequency where 1 bin= ±0.5 radians of 
resolution. 
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Figure4.14 Travelling Wave Sample Data Channel 1 
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BEG = 0,0 SEC MID = .06400 SEC END : ,1280 SEC 




Figure 4.15 



Travelling Wave 



Sample Data Channel 



2 
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BEG = 0.0 SEC HID : .06400 SEC END = .1280 SEC 



3OTVA 




Figure 4.16 Travelling Wave Record Data Channel 1 
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DRE 1,5 C:\BUBDATft\DR101 . 




Figure 4.17 Travelling Wave Record Data Channel 2 
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DFE 1,5 C:\BUBDATA\DR281. 





Figure 4.18 FFT Comparison Channels 1 and 2 for Phase 
Corrected Travelling Wave Data 
77 
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Figure 4.19 FFT Bin Values for Phase Corrected Data 
for Travelling Wave Experiment 
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V. CONCLUSIONS AND RECOMMENDATIONS 



Using the equipment and signal processing software 
presented in this thesis it should be possible to 
recognize low frequency resonant modes and higher 
frequency travelling waves from a strong source in the far 
field within an active and reactive sound field. 

All equipment has been tested and is determined 
capable of making autonomous acoustic measurements within 
the Space Shuttle Cargo Bay. The apparatus should be 
calibrated in an anechoic environment using the procedure 
outlined in this thesis to measure differential 
gain/phase corrections to be used when correcting for the 
different electrical input characteristics of each data 
channel. It is recommended that the on board loudspeaker 
be used when making acoustic calibration measurements. 
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APPENDIX A 



SPECIFICATIONS FOR MODEL 2510 
ENDEVCO MICROPHONE 
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ENOEVCO* PROOUCT data 






MODEL 251 

Flignt and Ground Measurement 
of Hign intensity 
Sound Pressure Levets 

HIGH 

INTENSITY 

MICROPHONE 



Tne ENDEVCO Model 2510 Micropnone' measures nign intensity acoustic noise and 
very low pressure fluctuations. The rugged, hermetically sealed construction and 
extremely wide temperature range -65® F to ♦500° F (-54°C to ♦260* C) make this trans- 
ducer extremely useful over a wide range of environmental conditions. Unlike other 
microphones currently availaoie. the Model 2510 is insensitive to altitude changes 
The Model 2510 Microphone has a very thick diaphragm that prevents puncturing or 
damage due to particle impact, accidental misnandiing, or high pressure pulses. 
Insulation between the transducer and mounting surface prevents data-degrading 
ground loops. 

The Model 2510 is intended primarily to operate into preamplifiers that have a charge- 
to-voitape transfer characteristic (charge amolifiers). Its cnarge sensitivity vs. temper- 
ature cnaractenstic is optimized through the proper choice of crystal material. Long 
cables may be used between the transducer and charge convener without affecting 
charge sensitivity. Although tne basic design is directed toward maximizing cnarge 
characteristics, the Model 2510 also gives excellent results wnen operated into 
voltage amplifiers. 




SPECIFICATIONS FOR MODEL 2510 MICROPHONE 

lAccoromg ra ANSI and ISA Standards! 



DYNAMIC 

CHARGE SENSITIVITY 7 
-VOLTAGE SENSITIVITY 
DYNAMIC RANGE 

MOUNTED RESONANCE FREQUENCY 
FREOUENCY RESPONSE 
(pressure calioranon) 

AMPLITUDE LINEARITY (indeoendent) 
TOTAL HARMONIC DISTORTION 
TEMPERATURE RESPONSE 
(cnarge sensitivity) 

TRANSDUCER CAPACITANCE 
RESISTANCE 



23 rms pC (32.5 pk pC sinusoidal) at 140 dB\ -15.8 dB re 1 pC at 1 N/m\ 
793 pC/psi. typical 

4 4 rms mV (6.2 pk mV sinusoidal) at 140 dB 3 , -93 dB re 1 V at 1 N/m 7 . 

162 mV/psi. typical, (open circuit) 

Maximum useful SPL exceeds 180 dB 3 
30 000 Hz. minimum 

±1 dB. 2 to 4 000 Hz; ~3 dB. 2 to 10 000 Hz 

±0 5 dB. max.. 120 to 164 dB 3 : ri dB. max . 1 20 to 180 dB 3 

5V max., at 160 dB 3 

rl 5 dB. max . -65® F to +500° F (-54® C to -*-260® C) 
reference *75®F (*24°C) 

5 200 pF typical 

20 000 M{ j. mm . at -75® (*24®C) 



NOTES 'The Moce< 25t0 is a seii-gener aimg prerdeiecmc transducer ano reduces no e*iernai power lor ooeration 
'Use 6ND6VCO 26*0 2680 or 2700 Series Cnarge Amouhers 
‘Reference 0 09 » 0 0002 «oar lovneS'Cm-i = 20 uN'm* * 20uPa 



TYPICAL FREOUENCY RESPONSE 



£ 2 

IS o 



Frequency. Hz 

TYPICAL TEMPERATURE RESPONSE 




Temperature 



The Model 2510M4A. illustrated oeiow. 
with eiectncal specifications identical to 
the basic Model 2510. provides a special 
mounting tor flush diapnragm or otner 
applications. 
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DIMENSIONS IN INCHES (MILLIMETRES) 



PHYSICAL 

WEIGHT 

MATERIAL 

CRYSTAL MATERIAL 
CONNECTOR 
MOUNTING 
GROUNDING 

ACCESSORIES 

INCLUDED 



2 oz (56.7 g) max., including mounting bracket 

Case — stainless steel: Bracket — hard anodized aluminum alloy 

PlEZlTE* Element Type P-0 

Coaxial. 10-32 thread 

Two holes for No. 6 screws. 1'/." apart 

Case ground insulated from mounting bracket. Resistance from case to 
bracket is 1 Mil minimum at 50 Vdc 

Model 3090A-120 Low Noise Cable Assembly. 10 ft (3 m); Two 6-32 x 
cap screws: Removable grid 



ENVIRONMENTAL 

VIBRATION 

VIBRATION SENSITIVITY 
SHOCK 

TEMPERATURE 
ALTITUDE SENSITIVITY 
HUMIDITY 
SALT SPRAY 



150 g 

105 dB* max. SPL equivalent at 1 g pk 
1 000 g 

-65° F to ♦500® F {-54° C to ♦260* C) 

No change m sensitivity 0 to 1 00 000 feet 
Hermetically sealed 

Meets MIL-E-5272C (with sealed cable connector) 



NOTES ^Reference 0 (30 « 0 0002 wO«r (Ovn*s/cm'> * 20 *,N/rrJ « 20«Pa 



Continued product improvement necessitates that Enoevco reserve the right to modify these specifications without 
notice 

RELIABILITY- Endevco maintains a program of constant surveillance over all products to ensure a high level of reliability 
This program includes attention to reliability lactors during product design, the support of stringent Quality control 
requirements, ano compulsory correction action orocedures Tnese measures, together with conservative specifications 
have made the name Enoevco svnonymous with reliability. Endevco s Ouaiity and Reliability system meets the 
requirements of MIL-O-9058A and MIL-STD-785A 

CALIBRATION: Each unit is calibrated for acoustic pressure sensitivity and capacitance Frequency response from 2 to 
10000 Hz. temperaturecaiibration at-65°F (-54° C). +75* F (+24° C). and +500* F (+260° C), and amplitude linearity from 
120 dB* to 180 dB*. are available at additional cost. 

SYSTEMS: Airborne systems available providing 0-5 V or ;2.5 V full scale output from less than 140 dB to over 180 dB or 
from less than r0 07 psi to above r5.0 psi. Request Technical Data 501 A for additional information on airborne acoustic 
systems Inquiries on soeciai systems are invited 



ENDEV 0*0 



RANCHO VIEJO ROAD- SAN JUAN CAPISTRANO. CA 92675* TELEPHONE 171 A) 493-8 1 SI 

ANAHEIM CA • ATLANTA GA • BALTIMORE mO • BOSTON MA . CHICAGO IL • O ATT ON OH # HARTFORD CT • HOUSTON TI • PALO ALTO CA . W MTSTlC CT « WCSTVIU.E NJ 
FRANCE * SWEDEN • UNITED KINGDOM • W GERMAN* • ARGENTINA • AUSTRALIA • BRAZIL • CANADA • CHILE • FlNLANO » INDIA • ITALY • JAPAN • MALAYSIA 
MEXICO • NETHERLANDS • NORWAY • S AFRICA • S KOREA • SPAIN # SWITZERLAND • Taiwan • VENEZUELA • all COMECON COUNTRIES • U S S R 
TW« ••0-SM-I41S TElEX M>MOB PRlNTfOlNUSA R£V1/»1 
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APPENDIX B 



SPECIFICATIONS FOR BURR-BROWN OPA 111 
OPERATIONAL AMPLIFIER 
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BURR -BROWN* 

X 




OPA111 



5S34T - > : 



Low Noise Precision 
OPERATIONAL AMPLIFIER 



FEATURES 

• LOW NOISE: 100% tested. SnV/VHI max at 10kHz 

• LOW BIAS CURRENT: IpA mix 

• LOW OFFSET: 25M mix 

• LOW DRIFT: I^V/*C max 

• HIGH OPEN-LOOP GAIN: IZOdB min 

• HIGH C0MM0N-M00E REJECTION: lOOdB min 



APPLICATIONS 

• PRECISION INSTRUMENTATION 

• OATA ACQUISITION 

• TEST EQUIPMENT 

• PROFESSIONAL AU0I0 EQUIPMENT 

• MEDICAL EQUIPMENT-CAT SCANNER 

• RADIATION HARD EQUIPMENT 



DESCRIPTION 

The OPA111 a precision monolithic dielectncally- 
isolated FET {JP/fet**) operational amplifier. Out- 
standing performance characteristics allow its use m 
the most critical instrumentation applications. 

Noise, bias current, voltage offset, drift, open-loop 
gain, common-mode rejection, and power supply 
rejection are superior to BIFET'® amplifiers. 
Very-low bias current is obtained by dielectric isola- 
tion with on-chip guarding. 

Laser trimming of thin-film resistors gives very-low 
offset and drift. Extremely-low noise is achieved 
with new circuit design techniques (patent pending). 
A new cascode design allows high precision input 
specifications and reduced susceptibility to flicker 
noise. 

Standard ?4I pin configuration allows upgrading of 
existing designs to higher performance levels. 

BIFFT* NatMMi Semiconductor Cocp„ ZWW* Burr-Brown Corp. 
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SPECIFICATIONS 



ELECTRICAL 

At Vcc - rlSVDC and T* — +25* C unless otherwise noted Pm 8 connected to ground 







0PA111AM 


0PA1119M 


OPA111SM 




PAR AMETEft 


CONDITIONS 


MIN 


] TYP 


MAX 


MIN 


TYP 


| MAX 


MIN 


1 T ” 


| MAX 


UNITS 


INPUT 


noise 

voltage i, - iOhj 


<00% testeo 




40 


90 




30 


60 




40 


80 


nV \ Hi 


t. 100HJ 


100% letted 




15 


40 




11 


30 




15 


40 


nV'\ Hi 


1. ttlHZ 


100% testeo 




a 


15 




7 


12 




a 


15 


n V V Hi 


t. tO*H* 


100% tested 




6 


6 




6 


a 




6 


8 


nv/ v Hi 


<• < 0 h; to 'OaH; 


♦00% tested 




0 7 


1 2 




06 


1 0 




07 


1 2 


mV rm* 


t# 0 Iru to tOm 






16 


33 




1 2 


2 5 




1 6 


33 


eV p-o 


Current l^O ih/ to iOh/ 






9 5 


15 




75 


12 




9 5 


15 


tA 3 0 


- 0 in/ trtfw 20*«r 


.1. 




05 


08 




04 


06 




05 


08 


•A ^ Hi 


OFFSET VOLTAGE' 
ino^t Onset voitage 


V,. ovoc 




• 100 


*500 




-50 


T250 




- 100 


*500 




Average Of«t 


T. ^ T«m to 




* 2 


£5 




i0 5 


; 1 




-2 


*5 


mV*C 


SwOOiy Raieciion 




90 


no 




’00 


no 




90 


no 




30 








1 3 


-.3* 




*3 


* 10 




•3 


*3’ 


mV V 


HAS CURRENT* 
input &-ai Current 


V,- - OVOC 




-08 


,;2 




i 0 5 


- i 




t0 8 


; 2 


0* 


OFFSET CURRENT 1 ' 
input Onset Current 


V t - • OVOC 




-0 5 


* ’ 6 




-0 25 


•0 75 




-05 


•-1 5 


P* 


impedance 

O-nemniiat 






i 0 ' J t 






10 J * 






10” 1 




n of 


Common-MOOf 






10'* 3 






•o'* 3 






t0’* 3 




n pf 


voltage range 

Common-Mooe input Range 




?10 


• ii 




• 10 


• ’I 




- 10 


• 1 1 




V 


Common-Mode Rejection 


v- • 10V0C 


90 


HO 




♦00 j 


[ no 




90 


no 




00 


OPEN. LOOP GAIN DC 


Ooen-cooo voltage Gam 


R, 2*0 | 


114 j 


125 | 


□ 


120 1 


125 | 




1 -* 


1 


□ 


1 


FREQUENCY RESPONSE 


Unit/ Ga>n Sman Signal 






2 






2 






2 




MH/ 


C U» Power Response 


20 V p-o R v - 2* 


16 


32 




16 


32 




16 


32 




»Hi 


Sia* Rate 


r. • iOv R, 2a 


I 


2 




1 


2 




i 


2 




v Mtec 


Setti ng Time 0 *% 


Gam i R k 2h 




6 






6 






6 




Msec 


0 0’% 


•OV Step 




10 






’0 






to 




usee 


Overload Recovery 
























SO*- Qveror »e ’ 


Ga-r 




5 






5 






5 




utec 


•ATEO OUTPUT 


vo'iAgi* Outout 


R ISO 


-to 






■ «0 


-♦• 




: 10 


-11 




V 


Curre-I Output 


v tOvOC 


-5 


- *0 




;} 


- ♦? 




-5 


: 1C 




irA 


CutOui Resistance 


2Z uoen tooo 




♦00 






)00 






100 




0 


lo*o Caoacitanca Staomry 


Gam - * 




1000 






100C 






1000 




OF 


Snort Circuit Current 




10 _ 


40 




♦o 


40 




10 


40 




mA 


POWER SUPRLT 


Rated vottaga 
vonage Ranga 






* ’5 






-15 






r 15 




vOC 


Oerateo Performance 




* 5 




* ’8 


*5 




r 18 


*5 




1 18 


vOC 


Current Quiescent 


L OmAOC 




2 5 


3 5 




25 


35 




25 


35 


mA 


TEMPERATURE RANGE 




Specification 


Amoient temp 


25 




-85 


-25 




-85 


-55 




-125 


*C 


Ooeratmg 


Amo-eni temp 


55 




-125 


55 




-125 


-55 




-125 


•c 


Storage 


Amount temp 


* 65 




- 150 


-65 




-150 


-65 




* 150 


•c 


» Junction-Amoiem 






200 






200 






200 




•c * 



NOTES (It Samo*e teatea— tnia oerameter ■ j gutiiniMd <21 Onset »o'i»ge on»*i current ana P«e4 current are mMiund w«tn tne units ru«y ■limao 
u0 (3) O*enoed recovery is oetmeo aa irva ume required lor tfw output <0 return irom saturation to uneer o deration following tna rmotH o* a 50% mput owdn»« 
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OPAtllAM 


OPAtllBM 


OPAI11SM 




parameter 


CONOtTtONS 


MIN 




| MAX 


MIN 


1 TY * 


I MAX 


MIN 


1 ™ 


j MAX 


UNtTS 


temperature RANGE 














«li>ecit»ca ,,on fl* n g< 


Amoefll temp 


-25 




•85 


25 




-as 


55 




-125 


•c 


INPUT 
























OFFSET VOLTAGE 
.-put Offset vonage 


V.. OVOC 




;220 


-1000 




•Ito 


•500 




tooo 


*1500 


A#V 


Average Onft 






•2 


-.5 




•0 5 


* t 




12 


•5 


pV/*C 


S«DP*r Aetection 




M 


too 




90 


100 




86 


100 




oB 






no 


•50 




-to 


-12 




-to 


‘50 


*v-v 


”e»AS CURRENT 

input 8’SS Current 


v ( . ovoc 




‘SO 


•250 




;30 


•130 




t«20 


•4100 


OA 


offset current— 

input Offset Current 


v f . ovoc 




•30 


• 200 




; 15 


• too 




*510 


•3100 


DA 


VOLTAGE RANGE 
Common-Mode input flange 




• fO 


- 1 1 




• 10 


ill 




• to 


• tl 




V 


Common-Mod* AeieCtion 


V«. - - tQVOC 


86 


100 




90 


100 




86 


too 




dB 


OPEN-LOOP GAIN. DC 


Open-UOOD voltage Gam j 


2*n | 


HO | 


120 | 


I 


•’* 


120 | 





-0 


120 j 




J0 


RATEO OUTPUT 


vintage Output 


A, 2x0 


- '0 


.11 




• to 


• 11 




* to 


- 1 1 




V 


Current Output 


V. * 10V0C 


*5 


• 10 




•5 


•to 




•5 


- 10 




mA 


-non C'rcuit Current 


V. OVOC 


10 


40 




’0 


-0 




10 


40 




m A 


POWER SUPPLT 


Current Ou-escent 


CmAOC | 


i 


^7^ 


35 1 


[ 


?S 1 


^T1 


| 


IS 1 


35 ! 


*A 



NOTES • ’ I Ottsei *o<iage. jffsei current and o.*s current are measured won me units t*iry wermed up 



ORDERING INFORMATION 

OPAm X M 

Basic model number — 1 

Performance grade 

A, B = -25° C to -r-05°C 
S = — 55°C to ^125° C 

Package code 

M = TO-99 metal can 



CONNECTION DIAGRAM 




ABSOLUTE MAXIMUM RATINGS 



Suopty tiBVOC 

mtemat Power Oisnoation " SOOmW 

(Differential input Vottage " £36VOC 

inout Vonage fling* 11 ifBVOC 

Storage Temperature Pang* -65*C to -15Q*C 

Ooeratmg Temperature flange -55* C to -125*C 

Laid Temperature isomer mg. IQ second a I -300* C 

Output Srton Circuit (Duration * Continuous 

Junction Temperature -t75*C 



NOTES 

<t) Package* must Oe derated eased on i K * i50*C/W or 9* - ?00*C/W 
(2) For suop'y *ottaqes ieaa man r’BVOC m# aosotute maximum input 



voltage <s eouat to tne supply vonaga 
(3) Snort Circuit may oa to oower supply common onty flatmg applies to 
—25* C amoient Observe dissipation limit and T 4 

MECHANICAL “M" PACKAGE TO-99 (Hermetic) 



NOTE. 

leaos <n true position witnm 010" 
( 25mmfl)at mmC at seating plane 




Pm numoers snown for refarance 
only Numoers may not De mimed 
on paexage. 

Pm material and Dieting composi- 
tion contorm to Metnod 2003 fsoi- 
OeraOility) of mil-STO- 843 ie*c*pt 
paragrapn 2j2). 
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APPENDIX C 



SPECIFICATIONS FOR ANALOG DEVICES DAS 1153 
A/D CONVERTER 
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ANALOG 

DEVICES 



14-Bit & 15-Bit Sampling 
Analog To Digital Converter 



FEATURES 

Complete with High Accuracy Sample/Hold and 
A/O Converter 

Differential Nonlinearity: ±0.002% FSR max 
(DAS1153) 

Nonlinearity: DAS1152: ±0.005% FSR max 
DAS 1153: ±0.003% FSR max 
Low Differential Nonlinearity T.C.: ±2ppm/*C max 
High Throughput Rate: 25kHz min (DAS1152) 

High Feedthrough Rejection: -96dB 
Byte-Selectable Tri-State Buffered Outputs 
Internal Gain & Offset Potentiometers 
Improved Second Source to A/D/A/M 824 and 
A/D/A/M 825 Modules 
Low Cost 

APPLICATIONS 

Process Control Data Acquisition 
Automated Test Equipment 
Seismic Data Acquisition 
Nuclear Instrumentation 
Medical Instrumentation 
Robotics 

GENERAL DESCRIPTION 

The DAS1 152/DASI 153 arc l4-/|5-bu sampling analog-to-digitaJ 
conveners having a maximum throughput rate of 25kHz/20kHz. 
They provide high accuracv, high stability, and functional 
completeness all in a 2' x 4" x 0.44" metal case. 

Guaranteed high accuracy system performance such as nonlincanty 
of ± 0.005% FSR (DAS 1 1 52)/ ±0.003% FSR (DAS 1 153) and 
differential nonlineaniv of ±0.003% FSR ( DAS 1 1 52V ± 0.002% 
FSR (DAS 1 153) are provided. Guaranteed stability such as 
differential nonlincanty T.C. of z 2ppm/’C (DAS 1 1 53) maximum, 
zero T.C. of ± 80ti.V/°C maximum, gam T. C. of ± 8ppm/°C 
maximum and power supply sensirmtv of ±0.001% FSR/% V s 
are also provided by the DAS 1 152. DAS 1 153. 

The DAS 1 152/DAS 11 53 make extensive use of both integrated 
circuit and thin film components to obtain their excellent 
performance, small size, and low cost. The devices contain a 
precision sample/hold amplifier, high accuracy !4-/l5-bu analog- 
to-digital converter, tn-state output buffers, internal gain and 
offset tnm potentiometers, and power supply bypass capacitors 
(as shown in Figure I). 





Figure 1. DAS 1 152'DASl 153 Block Diagram 
Four analog input voltaee ranges are selectable via user pm 
programming: 0 to -*■ 5V. 0 to + 10V, ± 5V, and ± IQV. Uni- 
polar coding is provided m true binary format with bipolar 
coding displayed in offset binary and two’s complement. 
Tn-state buffers provide easy interface to bus structured 
applications. 



Information furnished by Analog Devices is believed to b« accurate 
and ratable. However, no resoonsibiliiy is assumed by Analog Devices 
for its usa: nor tor any infringements of Detents or other rights of third 
Denies wmch may result from its use. No license is granted by i mo h ca- 
non or otherwise under any patent or patent rtgms of Analog Devices. 



P.O. Box 280; 
Tel:S1 7/329-4700 
Telex: 924491 



Norwood, Massachusetts 02062 U.S.A. 

Twx: 710/394-6577 
Cables; ANALOG NORWOODMASS 
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SPECIFICATIONS 



(typical^ -+- 25 C C unless otfiervnse specified) 



MODEL 


DAS11S2 


DASl!53_ 


RESOLUTION 


I4B.U 


15 Bn* 


D YN AM 1C PER FOR MANCE 






Throufftput Rat* 


25 *Hz mn 


20V. H t mm 


Corner non Tune 


JSwamax 


44«umai 


S H Acquattioo Time 


Bu max 


5uamai 


SH Aperture Detsv 


50m 


• 


S H Aperture Uocenamrv 


in* 


• 


Fecdifirouch Rewct ton' 


-»6dB 


• 


Droop Rate 


0.05uV(|u<0. iuV iu max 


• 


Dtdectnc Abaorpuon Error 


•0 005% of loput Votra*c Chanpe 


* 


ACCURACY 







Integral Nommearmr* 
Differential Noaunexnnr 
NoMmmiUxki 
= 3oNoac(SH piu* A.D) 
sioNooclA.'D) 

stability"* 

Differential Naauneartrv T.C 
Gain T C. 

Zero T.C 

Power SupptV Sessttirinr 



•OOMSFSR'max 
s 0.003% FS R tvajj 
Cviruuttd 
75i*V nm 
XVV rrm 



r Q.003% FSR J maa 
r0.002%FSR J m« 



z 2ppm'Cmax 
z Ippm^Cmax 

s JOu V*C rvp. * lOuV"C max 
x0.00l%FSR i %V, 



ANALOG INPUT 



Votti*cRan«e 

Bipotar 

Unipour 

ADCIopui Impedance 0 to •5V 

Old • 10V, z 5V 
z 10V 

S H Input Impedance 
’ DIG TTAL INPUTS 
Convert Command* 

SH Control 

Low Enable. HiO Enable 
DIGITAL OUTPUTS 
Parallel Data Output* 

Unipour 
Btpour 
Output Drm 
Statu* 

Output Drive 



z 5V, z 10V 

Ore ~ JV.Oto * 10V 

2.5kll 

SkJl 

lOOfcil 

!00MjlL5pF 

ITTL Load. Pontrvc Pui*e 
Nctpove Ed** T rttprered 
HOLD - Lo*k 0 
SAMPLE » Lome I 
ENABLE - LotocO 



Bmarr 

Offret Binarv. 2’i Complement 
riTLLoad* 

Lome “1" Dura* Coovemoo 
2TTLLoad* 



INTERNAL REFERENCE VOLTAGE - 10V. r0.3% 

External Load Current < Rated Pert cm mane* 2mA max 
Temperature Stabdirv r5ppm'*Cmax 



POWER REQUIREMENTS 
Rated <otu*rt 
Open i in* Volta***' 

Suppiv Current Dram z 15V 
-5V 



z 15 Vt z 3%i. * 5Vf ; 5%1 
- 12V to - 17V. *4 75V to « 5.25V 
z 37 mA 
10mA 



TEMPERATURE RANGE 
Specified 
Operaunf 
Storage 

Relative Hunudirv 
Shielding 

SIZE 



Ore • 70 *L 

- 23"C to - §5*C 

- 25*Cto * I5*C 

Mccu MIL-STD-202E. Method I03B 
Elncirouauc ' RF1 1 6 Side*. 
Elearoma*a*tx f EM 1 1 5 S uto 
2* x 4* < 0 *4* Metal Paccar* 



OUTLINE DIMENSIONS 

Duncrutonx dvemn in inches and inuni. 







•R* 



•MM MB — w mm HI ■> awiH 



* *w m IM>II5 JvV»..»». OASllUi UatUa 



r IJV , ; J%. m cm iH m 



- 2 - 
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OPERATION 

The DASi 152DASII53 arc functionally complete data acquisition 
subsystems being fully characterized as such. AU the ncccssarv 
data acquisition and microprocessor interface elements arc 
provided internal to these devices. Accuracy and performance 
criteria arc tested and specified for the enure svstem. Thus, 
design time and associated high accuracy problems are minimized 
because iavout and component optimization have already been 
performed. 

For operation, the only connections necessary to the DAS 1 152' 
DASI 153 are the s 15V and - 5V power supplies, analog input 
signal, trigger pulse, and the HI-ENABLE'LO-ENABLE in- 
state controls. Analog input and digital output programming are 
user selectable via external jumper connections. 

ANALOG INPUT SECTION 

The analog input can be applied to lust the A/D converter or to 
the internal sample/hoid amplifier ahead of the A/D convener. 
When using just the A/D convener, apply the analog input per 
the voltage range pin programming shown in Table l. When 
using the sample hold amplifier in coniunction with A/D con- 
vener, apply the analog input to the S.H INPUT terminal and 
connect the S/H OUTPUT terminal to the appropnate A/D 
convener analog input. 



Analog Voltage 


Connect 


Connect 


Connect 


Input 


V !N or S H Out 


Analog Common 


Ref Out 


Range 


To 


To 


To 


0io-5V 


ANA INI, 
ANA IN 2. 
ANA IN 3 


Ground 


NC* 


Oio - 10V 


ANA IN 2 


Ground 


NC* 




ANA IN 3 


ANA IN I 




e 5V 


ANA INI 


Ground. 
ANA IN 3 


ANA IN 2 


r 10V 


ANA IN 3 


Ground. 
ANA IN 1 


ANA IN 2 


* No Connect km 









Table 1. Analog Input Pm Programming 
Errors due to source loading are eliminated since the sample hold 
amplifier is a high-impedancc um tv -gain amplifier. High 
feedthrough reiccuon is provided for either single-channel or 
multichannel applications. Feedthrough reiection can be 
optimized, in multichannel applications, by changing channels 
at the rising or falling edge of the S. H control pulse. 




TIMING DIAGRAM 

The timing diagram tor the DASI 152/DAS 1 153 is illustrated in 
Figure 3. This figure also includes the sample-hold amplifier 
acquisition time. 

If the sample hold amplifier is required, the TRIGGER input 
and S/H CONTROL terminal can be tied together providing 
oniv one conversion control signal. When the trigger pulse goes 
high, it places the sample/hoid amplifier in the sample mode 
allowing u to acquire the present input signal. The tngger pulse 
must remain high for a minimum of (DASI 152V5qs 
(DASI 1531 to insure accuracy is attained. If the sampiehoid 
amplifier is not used, the trigger pulse needs to be only 100ns 
(mini in length to satisfy the A/D convener tngger requirements. 
At the falling edge of the tngger pulse, the sampie hoid 
amplifier is placed in the hold mode, the A/D conversion 
begins, and all internal logic is reset. Once the conversion 
process is initiated, it cannot be re triggered until after the end 
of conversion. 



With this negative edge of the tngger pulse the MSB is set low 
with the remaining digital outputs set to logic high state, and 
the status line is set high and remains high through the full 
conversion cvcle. Dunng conversion each bit, starting with the 
MSB. is sequentially switched low at the nsing edge of the 
internal clock. The DAC output is then compared to the analog 
input and the bit decision is made. Each comparison lasts one 
clock cycle with the complete I*U 15-bit conversion taking 35lls/ 
44ns maximum for the DASI 152 DASI 153 respectively. At this 
time, the STATUS line goes low signifying that the conversion 
is complete. For microprocessor bus applications, the digital 
output can now be applied to the data bus by enabling the in- 
state buffers. For maximum data throughput, the digital output 
data should be read while the sample/hoid amplifier is acquinng 
rhe new analog input signal. 
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vw CQNTmx J L 




i _ruuuujui-n- 



-::.u w* ' 

-CJU — ” »■ 




J 

I 




5TT 14 

{LSI to* 0 * 31142 ) 



:_7 



ITT 14 

(LSI FOfl 0*31142) 



J 



* LJffi . 



*OTIS 

^2 1 Owtowi 0*u V*M 

• 2 I S/H Contr<M MX) w Ml '•'•'Mr 

M *»• <0*31 14213k* (0*31143) t* *U*w «*• S/M 
AnuMitr to *eswn DM maul X t*v* *OC <s 

wi*' "*♦ r n't 1 tnwot W lOIno ikm 



-S- 



Figure 2. Analog Input Block Diagram 



Figure 3. DASi 15ZVAS1153 Timing Diagram 



GAIN AND OFFSET ADJUSTMENT 
The DAS1 1 52/DAS 1153 contain internal gain and offset 
adjustment potentiometers. Each potentiometer has ample 
adjustment range so that gam and offset errors can be trimmed 
to zero. 

Since offset calibration is not affected by changes in gam 
calibration, it should be performed pnor to gam calibration. 
Proper gam and offset calibration requires great care and the 
use of extremely sensitive and accurate reference instruments. 
The voltage standard used as a signal source must be very stable 
and be capable of bang set to within = 1/10LSB of the desired 
value at any point within its range. 

OFFSET CALIBRATION 

For a 0 to +■ I0V unipolar range set the input voltage precisely 
to + 305m. V for the DAS 1 152 and ♦ 153p.V for the DAS II 53. 
For a 0 to + 5V unipolar range set the input to * 153uV for the 
DAS 1 152 and +76 *j.V for the DAS 11 53. Then adiust the zero 
potentiometer until the converter is tust on the verge of 
switching from 000 000 to 000 001. 

For the ~5V bipolar range set the input voltage preascly to 
•+■ 305 u.V for the DAS 11 52 and *153uV for the DAS 1153. For 
a i I0V bipolar range set the input voltage precisely to + 61 Gm.V 
for the DAS 1 152 and *305 m.V for the DAS 1 1 53. Adiust the 
zero potentiometer until the offset binary coded units are just 

on the verge of switching from 000 000 to 000 001 

and the rwo’s complement coded units are just on the verge of 
switching from 100 000 to 100 001. 

GAIN CALIBRATION 

Set the input voltage precisely to * 9.99909V (DAS 1 1 52V 
* 9.99954V (DAS II 53) for the 0 to ♦ 10V units, ^4. 99954V 
(DAS 1 1 52V-*- 4.99977V (DAS1153) for 0 to * 5V units, 

+ 9.99817V (DAS 1 152V* 9.99909V (DASII53) for * 10V 
units, or + 4.99909V (DAS1 152V *4. 99954V (DAS1153) for 
*5V units. Note that these values are 1 I/2LSBs less than 
nominal full scale. Adiust the gain potentiometer until binary 
and offset binary coded units are just on the verge of switching 

from II 10 to II II and two's complement coded units 

are just on the verge of switching from 011 10 to Oil II. 

DAS 1 1 52/DAS 1 1 53 INPUT/OUTPUT RELATIONSHIPS 
The DAS1 1 52/DAS 1 153 produces a true bmarv coded output 
when configured as a unipolar device. Configured as a bipolar 
device, it can produce either offset bmarv or two’s complement 
output codes. The most significant bit ( MSB) is used to obtain 
the binary and offset binary codes while (MSB) is used to obtain 
rwo’s complement coding. Table 2 shows the DASU52/DAS1 153 
unipolar analog mput/digitaJ output relationships. Tables 3 and 
4 show the DAS1152/DAS1 153 bipolar analog inpui/digiui 
output relationships. 



NOMINAL BIPOLAR INPUT-OUTPUT RELATIONSHIPS 



ANALOG tNrUT 

Oio }V Riaft Oio-IOVIUmc 



OASI 152 

♦ 4 999t>9V 

♦ 2.50000V 
♦0.62500V 
♦0.000JV 

♦ 0.0000V 



DAS1151 

*4 WMV 

* 2.50000V 

* 0 62500V 
+ 0.0OMSV 
-OOUOUV 



OAS11S2 
*9 999 )9V 

* 5 0000V 

* 1.25000V 

* 0 0006 V 
-0.O0QOV 



OAS1I53 

♦ 9 99969V 
-5.00000V 
- 1.25000V 
-OOOOJV 

♦ 0.0000V 



DAS 1152 
II III 111 111 III 
10 000 0OO 000 000 
00 100 000 000 000 
00 000 000 OOU 001 
00 000 000 000 000 



DAS1ISJ 
111 III III III 111 
100 000 000 000 000 
001 000 000 000 000 
000 000 000 000 001 
000 000 000 000 000 



DIGITAL OLOTUT 

BuufrCodt 



Table 2. Unipolar Input-Output Relationships 



Aaaiog 


lap'll 


Dtpui Oarpvt 


sSVRug* 


2 10V lUofT 


Of! vn B wary Gao* 


TvoiGwpInMK God* 


-4 99939V 


♦ 9 99I7HV 


II III ill 111 111 


01 III III 111 III 


♦ 2.50000V 


♦ 5.0000V 


11 000 000 000 000 


01 000 000 000 000 


-0.00061V 


♦0.00122 V 


10 000 000 000 001 


00 000 000 000 001 
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Table 3. DAS 1 152 Bipolar Input Output Relationships 



Digital OwpiM 



AmM>|U*«< 

x5Vga«fc x 10V Ru(t 

♦ 4.99969V -9 99939V 

♦2.50000V -5 0000V 

♦0.0003V -0 00061V 

-0. 00000 V -0.00000V 

— 5 QOOOQV - 10 00000V 



Off vet gmrr Cod* 
111 III 111 111 111 
1 10 000 000 000 000 
100 000 000 000 001 
100 000 000 000 000 
000 000 000 000 000 



T wot Compimmcm Cod* 
Oil III III 111 111 
010 000 000 000 000 
000 000 000 000 001 
000 000 000 000 000 
100 000 000 000 000 



Table 4. DAS 1 153 Bipolar Input/Output Relationships 
TRI-STATE DIGITAL OUTPUT 

The ADC digital outputs are provided in parallel format to the 
output tn-state buffers. The output information can be applied 
to a data bus in either a one-bvte or a two-bvte format by using 
the HIGH BYTE ENABLE and LOW BYTE ENABLE 
terminals. If the tn-state feiture is not required, normal digital 
outputs can be obtained by connecting the enable pins to 
ground. 

POWER SUPPLY AND GROUNDING CONNECTIONS 
Although the analog power ground and the digital ground are 
connected in the DAS1 1 52/DAS 1 153. care must still be taken to 
provide proper grounding due to the high accuracy nature of 
these devices. Though only general guidelines can be given, 
grounding should be arranged in such a manner as to avoid 
ground loops and to minimize the coupling of voltage drops (on 
the high current carrying logic supply ground) to the sensitive 
analog circuit sections. Analog and digital grounds should 
remain separated on the PC board and terminated at the 
respective DAS1 152/DAS 1 153 terminals. 

No power supply decoupling is required since, the DAS 1 152/ 
DAS 1 1 53, contain high quality tantalum capacitors on each of 
the power supply inputs to ground. 
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